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Purpose: Automated planning and delivery of non-coplanar plans such as 4π radiotherapy involving
a large number of fields have been developed to take advantage of the newly available automated
couch and gantry on C-arm gantry linacs. However, there is an increasing concern regarding the
potential changes in the integral dose that needs to be investigated.
Methods: A digital torso phantom and 22 lung and liver stereotactic body radiation therapy (SBRT)
patients were included in the study. The digital phantom was constructed as a water equivalent ellipti-
cal cylinder with a major axis length of 35.4 cm and minor axis of 23.6 cm. A 4.5 cm diameter target
was positioned at varying depths along the major axis. Integral doses from intensity modulated, non-
coplanar beams forming a conical pattern were compared against the equally spaced coplanar beam
plans. Integral dose dependence on the phantom geometry and the beam number was also quanti-
fied. For the patient plans, the non-coplanar and coplanar beams and fluences were optimized using
a column generation and pricing approach and compared against clinical VMAT plans using two full
(lung) or partial coplanar arcs (liver) entering at the side proximal to the tumor. Both the average dose
to the normal tissue volume and the total volumes receiving greater than 2 Gy (V2) and 5 Gy (V5)
were evaluated and compared.
Results: The ratio of integral dose from the non-coplanar and coplanar plans depended on the tumor
depth for the phantom; for tumors shallower than 10 cm, the non-coplanar integral doses were lower
than coplanar integral doses for non-coplanar angles less than 60◦. Similar patterns were observed in
the patient plans. The smallest non-coplanar integral doses were observed for tumor 6–8 cm deep.
For the phantom, the integral dose was independent of the number of beams, consistent with the liver
SBRT patients but the lung SBRT patients showed slight increase in the integral dose when more
beams were used. Larger tumor size and larger patient body size did not change the overall relation-
ship of integral doses between non-coplanar and coplanar cases. However, the thin disk-shaped tumor
received at least 40% greater integral doses with the non-coplanar plans. Overall, patient non-coplanar
integral doses and V5 were comparable to those of coplanar doses from the same optimization engine
and 15%–20% lower than state of the art VMAT plans. However, non-coplanar beams significantly
increased V2 in both the phantom and patients. On average, the lung and liver SBRT patient normal
tissue volumes receiving dose greater than 2 Gy were increased by 749 and 532 cm3, respectively.
Conclusions: The authors used a digital phantom simulating a patient torso and 22 SBRT patients
to show that the integral doses from the plans employing optimized non-coplanar beams are com-
parable to those of the coplanar plans using an equal number of discrete beams and are signifi-
cantly lower than those of VMAT plans. The non-coplanar beams expose a larger normal tissue
volume to non-zero doses, whose impact will need to be evaluated individually to determine the
risk/benefit ratio of the non-coplanar plans. © 2014 American Association of Physicists in Medicine.
[http://dx.doi.org/10.1118/1.4845055]
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1. INTRODUCTION
Non-coplanar beams provide additional angles for critical or-
gan sparing but their utilization in external beam radiotherapy
has been limited with the exception of specialized stereotactic
radiosurgery (SRS) machines such as Gamma Knife and Cy-
berKnife and conventional linear accelerator-based SRS us-
ing cone collimators and multiple intersecting arcs. In princi-
ple, the non-coplanar beam solution space is a superset of the
coplanar beam solution space and when appropriately imple-
mented should always improve nearby critical organ sparing.
Technical challenges including collision hazards, potentially
long delivery times, the lack of practical integrated beam ori-
entation and fluence optimization tools, and subsequent ev-
idence to support the clinical significance of non-coplanar
planning have hampered the adoption of non-coplanar radio-
therapy on the most widely available C-arm gantry systems.
Notwithstanding, steady progress has been made in non-
coplanar treatment planning and delivery research. On the
optimization front, an intuitive approach to the beam orien-
tation selection by minimizing the projected organs-at-risk
(OAR) areas overlapping the projected planning target vol-
ume (PTV) has been developed by Haas et al.1 The method
was developed further by Pugachev et al.2 by calculating the
path-of-least-resistance (PoLR) using back projection meth-
ods. PoLR was computationally inexpensive but its geometri-
cal objective function differed from dosimetric goals, requir-
ing manual adjustment to resolve conflicts. It also decoupled
the beam orientation selection processes from intensity mod-
ulation, potentially preventing it from achieving near-optimal
solutions. Based on direct dose objectives, genetic,3, 4 sim-
ulated annealing,5 nested partitions,6, 7 and particle swarm8
algorithms have been used to solve the integrated beam ori-
entation optimization and intensity modulation problem with
varying degrees of success, suffering from common bottle-
necks in computational efficiency and robustness. More re-
cently, Breedveld et al. presented a multicriteria integrated
beam angle and fluence optimization method, termed iCycle,9
to achieve clinical dosimetric objectives. It has been shown
that the iCycle plans involving non-coplanar beams consis-
tently outperformed coplanar plans in tumor coverage and
critical organ sparing.10, 11 We have developed an integrated
beam orientation and fluence optimization method, termed 4π
radiotherapy,12–14 to address issues related to the preplanning
modeling of the beam geometry solution space, defined as the
range of available couch and gantry angles, that avoids colli-
sion. 4π radiotherapy also addresses the computational per-
formance of non-coplanar plans involving a large number of
non-coplanar beams, which has been recognized as an essen-
tial element contributing to the dosimetric improvement.10, 13
The optimization method is based on a column generation
and pricing approach that instead of calculating the objec-
tive function explicitly for each additional beam or beam-
let, it evaluates the first order information of the objective
function to improve computational efficiency.15 Non-coplanar
plans involving up to 30 beams were optimized within the
common time frame allocated for IMRT plan generation. We
showed that for liver and lung stereotactic body radiation
therapy (SBRT), non-coplanar plan dose distributions were
substantially more compact than the clinical plans and con-
tained steeper dose gradients outside the PTV. The physical
dose improvement could lead to clinically meaningful dose
escalation without increasing critical organ doses. 4π radio-
therapy plans have been shown to be deliverable within 20
min on the widely available linacs equipped with computer-
controlled gantries and couches.
These recent developments have revitalized interest in non-
coplanar planning. While the optimization and delivery meth-
ods have been maturing to demonstrate the dosimetric im-
provements for various clinical sites, a remaining question to
assess the use of non-coplanar beams is whether the large
number of non-coplanar beams increases the integral dose
which has been associated with the probability of develop-
ing secondary malignancies.16–18 Answers to this question
will impact the cost-benefit analysis of non-coplanar beam
plans. Here, we use both a digital phantom and patient data
to quantify integral doses differences between coplanar and
non-coplanar treatment plans.
2. METHODS AND MATERIAL
2.A. Digital phantom study
A digital water equivalent elliptical cylinder [Fig. 1(a)],
with major and minor axes dimensions of 35.4 and 23.6 cm,
respectively, was constructed to simulate a relatively slim pa-
tient torso. The length of the phantom was sufficient to en-
compass all non-coplanar beam paths. A 4.5 cm diameter
spherical target was positioned in five equal intervals along
the major axis from the center to the edge. The volume of
the target is 47.7 cm3. For each target position, coplanar and
non-coplanar beam arrangements were employed. To main-
tain generality, no OARs were included in the phantom model.
Because there was no critical organ to avoid, optimization of
beam orientations resulted in orientations that do not resem-
ble patient plans. Instead, for the non-coplanar case, 20 beams
were chosen at angles and positions that formed a circular
cone converging on the target [Figs. 1(a)–1(c)] and entering at
the surface that is nearest to the target. The beam pattern was
a geometric approximation of the liver SBRT 4π radiother-
apy beam geometry such as the patient shown in Fig. 1(d).12
The angle between entering beams and the cone axis of sym-
metry was labeled the cone angle. The cone axis position was
selected to minimize the surface to target distance along the
cone axis direction. Twenty equally spaced beams were also
used in the coplanar geometry.
Four cone angles were studied: 24◦, 36◦, 48◦, and 60◦. In
addition to the 20 beams used for these cone angle configu-
rations, the integral dose dependence to the number of beams
was evaluated for the 48◦ angle using 10, 20, and 30 beams.
To study integral dose dependence on the phantom ge-
ometry, additional non-coplanar plans were created using the
36◦ cone angle configuration and 20 beams. A second phan-
tom with 51 and 34 cm along the major and minor axes was
created to simulate a larger patient torso while keeping the
same 4.5 cm spherical target. Since the original digital target
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(a) (b)
(c) (d)
FIG. 1. 3D renderings of the elliptical cylindrical phantom with a target.
(a)–(c) The pattern of non-coplanar beams to minimize surface to target
distance as the target moves from center toward the edge along the major
axis. (d) The optimized non-coplanar beam pattern for a typical liver cancer
patient.
volume is on the lower end of SBRT PTV, a larger 5.9 cm
diameter target model was added in the analysis. The larger
spherical target volume is 107.5 cm3. A thin disk-shaped tar-
get that is 9 mm thick and 4.5 cm in diameter was also created.
Both target variants were used in the smaller cylinder phan-
tom. Both coplanar and non-coplanar beams were optimized
to deliver a uniform 60 Gy dose to these targets.
2.B. Patient study
Twelve SBRT lung and 10 liver cases previously treated
by IMRT or VMAT were planned using the 4π method. The
PTV volumes and depths are summarized in Table I. The pre-
scription dose was defined as the dose received by 95% of the
PTV volume. The PTV and critical organ doses were previ-
ously reported12, 14 and we will focus primarily on the integral
dose.
The planning process began by distributing 1162 non-
coplanar candidate beams throughout the entire 4π solid an-
gle space with 6◦ of separation between two nearest neigh-
bor beam pairs. From the candidate pool, we eliminated those
beams that would cause collisions between the gantry and the
couch or patient as determined using a precise computer as-
sisted design (CAD) models of the linear accelerator (Varian
TABLE I. PTV volume and depth (from nearest body surface to the PTV
center-of-weight) of 10 liver and 12 lung patients.
Liver patients Lung patients
PTV volume (cm3) PTV depth (cm) PTV volume (cm3) PTV depth (cm)
59.2 5.0 117.0 7.5
123.0 7.5 138.4 5.2
64.8 8.3 43.6 5.9
88.4 10.2 9.6 9.7
35.6 11.3 138.5 9.0
46.5 4.6 50.7 7.3
53.5 9.2 135.0 5.5
109.2 7.7 30.6 6.2
128.9 6.4 80.3 7.0
10.6 5.6 100.3 5.1
105.7 11.0
70.0 6.2
EX) and a human subject and simulating their relative posi-
tions for each candidate beam. To generally increase the deliv-
erability for larger patients and add a safety margin, extended
focus-to-tumor-distances (FTD) are needed in 4π radiother-
apy but implementation of the concept is beyond the scope of
the current study.
2.C. Dose calculation and optimization
For both the phantom and patient studies, the individual
beams were subdivided into 6 × 6 mm2 beamlets and the
dose distribution matrices of each beamlet were calculated
using an in-house collapsed-cone convolution/superposition
code based on 6 MV x-ray poly-energetic kernels, which were
segmented into 24 concentric circles with varying radii from
0.1 to 60 cm, and 48 zenithal segmentations equally spaced
from 0◦ to 180◦. Heterogeneity corrections were applied in all
plans. The dose calculation resolution was 3 × 3 × 3 mm3.
The algorithmic details and validation results of the opti-
mization modeling was previously introduced.12, 14, 15
The beam orientation optimization (BOO) and fluence
map optimization (FMO) were performed interleaved very
efficiently using CPLEX (Academic Research Edition 12.2).
Beams were added in an iterative process until the desired
number of beams was reached, which were 22 and 30 beams
for the liver and lung plans, respectively. As mentioned BOO
was not performed on the phantoms. Instead, fixed conical
beams typically observed in patient 4π plans were used. Inte-
gral dose was calculated as the average dose received by the
entire volume excluding PTV. The volumes receiving greater
than 2 Gy (V2) and 5 Gy (V5) were also calculated.
Two-arc volumetric modulated arc therapy (VMAT) plans
were created as the reference clinical plans on Eclipse (Var-
ian, Palo Alto, CA). The dose calculation accuracy was 2.5
× 2.5 × 2.5 mm3; anisotropic analytical algorithm (AAA)
and heterogeneity corrections were applied.
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FIG. 2. Comparison of integral dose between coplanar and non-coplanar
cases at different cone angles. (a) Integral dose vs tumor depths. (b) The
ratios between non-coplanar and coplanar integral doses.
3. RESULTS
Figure 2 shows the phantom integral dose comparison be-
tween the coplanar and non-coplanar plans for varying digital
target centroid depths. For all plans, integral dose increased
with deeper target depths. Interestingly, the non-coplanar plan
integral dose was greater than that of the coplanar plans at
2.3 cm depth, less than the coplanar plans at moderate depths
and then again greater than the coplanar plans at deeper
depths. This made the ratio of the non-coplanar to coplanar
plan integral dose have the shape of a U as a function of depth
with a maximal reduction of the integral dose between 6 and
8 cm depths (Fig. 2).
Figure 3 shows the integral dose between non-coplanar and
coplanar plans for the 48◦ cone angle with varying depth and
as a function of the number of beams. The integral doses did
not vary substantially with the number of beams. The volumes
receiving greater than 2 or 5 Gy are shown in Fig. 4. With the
exception of the most narrow cone angle of 24◦, non-coplanar
beams increased V2 but not V5.
Figure 5 shows non-coplanar to coplanar integral dose ra-
tios for the three variants of the model. The ratio between non-
coplanar and coplanar integral doses decreased when larger
2 4 6 8 10 120.25
0.3
0.35
0.4
0.45
0.5
0.55
0.6
0.65
Shortest surface to tumor distance (cm)
In
te
gr
a
l D
os
e 
(G
y)
10 beams Noncop
10 beams Cop
20 beams Noncop
20 beams Cop
30 beams Noncop
30 beams Cop
FIG. 3. Integral dose ratios between the non-coplanar and coplanar plans
using 10, 20, and 30 beams.
phantom increased with larger targets. Both changes were rel-
atively small and maintained the U shaped pattern. The thin
disk-shaped target model resulted in significantly greater in-
tegral dose with the non-coplanar plans than with the copla-
nar plans. Therefore, caution should be exercised when plan-
ning for targets of these shapes. However, it should be noted,
that the thin disk-shaped PTV is rare in reality due to both
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FIG. 4. The volumes receiving greater than (a) 2 Gy or (b) 5 Gy vs non-
coplanar beam cone angles for the phantom.
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FIG. 5. Non-coplanar to coplanar integral dose ratios for the three different
phantom variants: thin disk target, large spherical target, and large phantom
torso.
tumor natural growth pattern and the additional margins that
inevitably increase the thickness of target.
The average integral dose of lung non-coplanar plans was
slightly less than that of coplanar plans (1.98 vs 2.00 Gy, p
= 0.97). Both were significantly less than the average inte-
gral dose for clinical VMAT plans (2.49 Gy, p = 0.01). For
liver cases, the average integral dose for non-coplanar plans
was slightly greater than coplanar plans (1.37 vs 1.33 Gy, p
= 0.19). Both were significantly less than the VMAT plans
(1.63 Gy, p = 0.002). The semilog cumulative dose volume
histograms of the phantom and a liver SBRT patient show that
the non-coplanar plan exposed a smaller volume to 5–50 Gy
and a larger volume to less than 5 Gy (Fig. 6).
For the lung SBRT patients, a similar U-shaped pattern
was demonstrated that the integral dose ratios between non-
coplanar and coplanar plans decreased first and then in-
creased. The minimal ratio was observed at 6–8 cm tumor
depths. The liver data show a similar but noisier dependence
pattern on the tumor depths (Fig. 7).
For the lung SBRT cases, the integral dose increased
slightly with more beams but no trend was clear for the liver
SBRT cases. V5 of the non-coplanar and coplanar plans were
close but the V2 of non-coplanar plans were significantly
greater as shown in Fig. 8. The lung and liver SBRT patient
normal tissue volumes receiving dose greater than 2 Gy were
on average increased 749 and 532 cm3.
The target dose homogeneities are different in the phan-
tom and the patient plans. In the phantom plans, a uniform
prescription dose was used and achieved. In the patient plans,
hot spots up to 20% of the prescription doses were allowed.
The actual average maximum doses were 109.8% and 119.0%
for the liver plan and the lung plans, respectively. We were
not able to generate dose hot spots greater than 110% of
the prescription dose in the phantom plans despite removing
the dose uniformity constraint. This was because hot spots
with greater doses did not improve the objective function.
However, for these phantom plans with more heterogeneous
doses, both the coplanar and non-coplanar integral doses were
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FIG. 6. Semilog differential dose volume histogram of the phantom (a) and
a typical liver patient (b).
slightly reduced resulting in a small net shift in the non-
coplanar/coplanar integral dose ratios as shown in Fig. 9.
Therefore, target dose heterogeneity did not appear to influ-
ence our conclusion.
4. DISCUSSION
Integral dose and the normal tissue volume receiving low
radiation doses are two important parameters to evaluate
the delivery efficiency of a planning system. Ideally, mini-
mization of the integral dose indicates an optimal physical
FIG. 7. The ratio between non-coplanar and coplanar integral doses vs the
tumor depth for lung and liver patients.
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efficiency of a given treatment platform. On the other hand,
integral dose is not specific and quite often dominated by
large volumes of less critical or less radiosensitive tissues. It
has been shown that 97% of the radiation energy was deliv-
ered to the normal tissue in a typical coplanar prostate plan,
regardless of the number of beams used.19 Furthermore, the
adverse effect of low dose spread is stochastic and overall
low probability events. Therefore, in clinical practice, inte-
gral dose is not commonly evaluated as part of the quality
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FIG. 9. The integral dose ratios between non-coplanar and coplanar plans
with and without dose homogeneity constraints.
indices and higher priorities are given to more urgent needs in
tumor control and deterministic normal organ toxicity from
high dose exposure. With that in mind, quantification of the
integral dose is important when there is a potential paradigm
shift from the coplanar-dominant planning method to the non-
coplanar planning platform. Although integral dose was found
to be relatively constant for a given delivery geometry and in-
sensitive to differences in intensity modulation,19, 20 the plat-
form change may result in a substantial change in the integral
dose.
In the study, we showed that, with the exception of the
thin disk tumor case, the integral dose can actually be lowered
or kept at the same level with extensive use of non-coplanar
beams. The somewhat counterintuitive and nonlinear behav-
ior of the integral dose is due to intensity modulation and the
nonlinear percent depth dose curve of 6 MV x-rays. A similar
tumor depth dependence pattern was observed in the patients
with greater fluctuation attributing to: (1) the patient physi-
cal tumor depths are different from the radiological depths;
(2) the beam orientations were selected by the optimiza-
tion engine and different from the equally distributed coni-
cal pattern and coplanar beams used in the phantom study;
and (3) individual variation in anatomy. Nonetheless, the 22-
patient-study showed insignificant changes in integral dose
when an automated beam orientation optimization program
was used to select discrete coplanar and non-coplanar beam
angles. More importantly, regardless of the coplanarity, the
discrete beam plans consistently resulted in statistically sig-
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nificantly lower integral dose compared against state of the art
VMAT plans. The observation agreed with previous dosimet-
ric studies showing that rotational methods, including VMAT
(Ref. 21) and TomoTherapy,22 delivered 15% greater integral
dose than IMRT employing discrete beams. Therefore, this
study should relieve the concerns about the integral dose of
highly non-coplanar 4π plans.
On the other hand, the volume exposed to very low doses
was increased by use of non-coplanar beams as shown by the
study. The tradeoff was analogous to the transition from sim-
ple parallel-opposed field treatments to multiple-field IMRT
and more recently rotational IMRT. The potential risk em-
bedded in the previous transition was characterized by Hall
and Wuu.18 The increased low dose volume could increase
the secondary cancer occurrence rates for patients having
survived their original cancers. Similarly, for highly non-
coplanar radiotherapy, a tradeoff was found between signifi-
cantly more compact dose distributions12, 14 and the additional
normal tissue volume receiving low doses and the associated
long-term stochastic effect. For example, the significance of
V2 depends on the patient’s clinical conditions and should be
balanced against treatment plan dosimetric benefits.
The study is based on a digital phantom simulating patient
torso and body radiotherapy. For patients with cancer located
in the head and neck, extremities and very peripheral organs
such as the breast, the analysis may not apply. We will estab-
lish non-coplanar beam patterns for these sites and revisit the
topic for better understanding of the integral dose.
We only studied the integral doses of 6 MV x-rays, which
are dominantly used in IMRT, and more so in the rotational
IMRT plans for comparison in this project. Higher or lower x-
ray energies may result in relative shift of the positions in the
comparison. It has been reported that for deep-seated targets
and coplanar plans, the integral dose is nearly independent of
x-ray energy for 6, 10, and 18 MV x-rays.23 In comparison,
the non-coplanar plan integral dose would likely increase for
higher x-ray energies, whose deeper penetration would have
a greater combined effect with the longer beam pathlengths
of non-coplanar beams. To accurately assess the changes in
integral doses, these higher energy beams need to be modeled
in a non-coplanar planning program.
In the patient study, we choose to compare 4π to VMAT
so the integral dose can be referenced to a clinical system.
A potential issue with this comparison us that the integral
dose could be algorithm-dependent. To minimize the errors,
we have tuned our dose calculation model to match the 6 MV
measurement data of a Varian machine, which was also used
to commission the Eclipse planning system. Furthermore, as
explained in the method and material, we fully sampled the
dose deposition kernel for all beamlet calculation to prevent
underestimating scatter doses. Therefore, the difference be-
tween calculation platforms should be small and not affect
the conclusion.
5. CONCLUSION
Integral dose dependence on plan coplanarity, tumor
depths, and beam number was studied. For the phantom, the
integral dose of non-coplanar plans was lower than coplanar
plans within a specific depth range that covers a wide range
of clinical cases. The conclusion was only insignificantly in-
fluenced by the phantom and tumor sizes. However, for thin
disk-shaped tumor, the non-coplanar plan integral dose was
over 40% greater, requiring particular caution for these cases.
For patients with more complex geometry and optimization
objective functions, non-coplanar plans did not significantly
increase the integral dose while achieving superior tumor cov-
erage and critical organ sparing. However, the normal tissue
volume receiving low dose was increased with non-coplanar
beams. The clinical significance of the increase could de-
pend on patient clinical condition and should be individually
evaluated.
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